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Device Information:
Trade Name: PathAssist Light Fiber
Common Name: Sinus Guidewire
Classification Regulation: 21 CFR 874.4420
Classification Name: ENT Manual Surgical Instrument
Classification Panel: ENT
Device Classification: Class I
Product Code: LRC

Predicate Device:
Acclarent Relieva Luma Sinus Illumination System [K07 1845]

Device Description:
The PathAssist Light Fiber is a flexible instrument that can be connected to a light source to emit
light from its distal end. The Light Fiber is provided sterile and is for single use only. It comes
with a male tuohy borst adapter, which allows the device to be secured within compatible
working lumen instruments. The Light Fiber is also compatible with standard light post adapters
and light cables.
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Indication for Use
To locate, illuminate within, and transilluminate across nasal and sinus structures in adults aged
18 and over.

Contraindications:
None

Technological Characteristics:
The subject device has very similar technological characteristics (i.e., design, funiction, principle
of operation, materials, biocompatibility and sterilization) as the predicate device: Acciarent
Relieva Luma Sinus Illumination System [K071845].

Both the subject device and predicate device [K07 1845] are flexible devices that transmit light
from the proximal to distal tip of the device via Light Fibers that can be seen via
transillumination. Both devices can be connected to a standard light source via a light cable and
an adapter.

Both the subject and predicate device [K07 1845] are sterilized using Ethylene Oxide (EtO),
validated per ISO 1113 5-1, and have a Sterility Assurance Level (SAL) of 10-6 . Both devices are
provided sterile, are for single Use only and are biocompatible per ISO 10993 -1.

Substantial Equivalence:
The intended use and indications for use of the subject device are the same as the predicate
device [Relieva Lumna Sinus Illumination System, K07 1845]. The technological characteristics
of the subject device are very similar to the predicate device [K07 1845], including: design,
function, principle of operation, materials, biocompatibility and sterilization.

Performance Data:
Performance testing of the PathAssist Light Fiber consisted of biocompatibility testing, design
verification testing, packaging, sterilization, shelf life and simulated use in a cadaver model.
Design verification testing included functional and mechanical testing, and compatibility testing.
Animal and clinical data were not submitted. Performance testing showed that the device meets
design specifications and performed as intended.

Conclusion
In conclusion, the device is substantially equivalent based on a comparison of intended use,
indications for use, and technological characteristics. The device is safe and effective for its
intended use.
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Re: K 1l1763 e4
Trade/Device Name: lPathAssist Lit Fiber
Regulation Number: 21 CFR 874.4420
Regzulation Namne: 13 NT manual surgical instrument
Regulatory Class: Class I
Product Code: L-RC
Dated: Au~gust I I 2011
Received: August 12, 2011

Dear IMs. Peterson:

We have reviewed your Section 5 10(k) premuarket notiflication of intent to market the device
referenced above and have determined the device is substantially equivalent (for the indications
for use stated in the enclosure) to legally marketed predicate devices marketed in interstate
commerce prior to May 28, 1 976, the enactment date of the Medical Device Amendments, or to
devices that have been reclassified in accordance with the provisions of the Federal Food, Drug,
and Cosmetic Act (Act) that (10 not require approval of a premarket approval application (PMA).
You may, therefore, market the device, subject to the general controls provisions of the Act. The
general controls provisions of the Act include requirements for annual registration, listing of
devices, good manufacturing practice, labeling, and prohibitions against misbranding and
adulteration. Please note: CDRI- does not evaluate information related to contract liability
warranties. We remind you, however, that device labeling must be truthful and not misleading.

If your device is classi fled (see above) into either class 11 (Special Controls) or class III (PMA), it
may be subject to additional controls. Existing mnajor regulations affecting your device can be
found in the Code of Federal Regulations, Title 21 , Parts 800 to 898. In addition, FDA may
publish further announcements concerning your device in the Federal Register.

Please be advised that FDA's issuance ofa Substantial ecluivalence determination does not mnean
-that FDA has made a determination that your device complies with other reqluiremnents of' the Act
or any Federal statutes and regulations administered by other Federal agencies. You must comuply
with all the Act's reqL~uiremets. inclIud ing, but not liminited to: registration and listing (2 1 C FR
Part 807); labeling (21 CER Part 801); medical device reporting (reporting of medical device-
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related adverse events) (2 1 CFR 803); goo0d mnan~rlactur1ing practice requirements as set Forth in
the quality systems (QS) reglation (21I C FR Part 820); and ii applicable, the electronic prodcIIt
radiation conitrol provisions (Sections 53 1-542 of the Act); 21 CE"R 1000-1050.

It 'ouI desire specific advice for your device on our labeling, regulation (21 CFR Part 801), please
Lo to l itti)://\v\v\v.l'Ida.Lro\v/AbOLu P DA/CeierisOlf-ices/C DRI-I/C[IZ I-IOffceS/uICm I I 5809. imi for
the Center for Devices and Radiological -Hcalth's (CDRI-I's) Office of Compliance. Also, please
note the reun Llatiori entiled cl;'NI isbrand i n by re ference to premarket notifieation" (2 C FR Part
807.97). For ClUest0ios regardinlg trn rep)orting of adverse events under the M4DR reCgulation (21t
CFR Part 803), please go to

http//ww~fa~uv/Meica~cveesSafev/Renota~ob er/d falt ainfor the CD RI-I's Office
of Surveillance and Biometrics/Di vision of' Postmarket Surveillance.

YOU may obtain other general in formation on your responsibilIidies tinder the Act fromt the
Division of Sm~all NIM annfaLCtUrerIs, International and ConIsumer Assistance at its toll -free num1trber
(800) 638-2041 or (301) 796-7100 or al its Internet address
littL)://\vww .I'cda.u-o\v/N/ledicil DeviCCS/ReSOLurCeSl'0orYou/11nCILirtV/dtel'alt.htmi.

Sincerely yIourIs,

Director
Division o F Ophthalmic, NeUrological,

and Ear, Nose and Throat Devices
Office of Device Evaluation
Center for Devices and Radiological HeIalth

Enclosue
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6. Indications for Use Statement

5 10(k) Number (if known): 'K i 6
Device Name: PathAssist Light Fiber

Indications for Use

To locate, illuminate within, and transilluminate across nasal and sinus structures in adults aged
18 and over.

(PLEASE DO NOT WRITE BELOW THIS LINE-CONTINUE ON ANOTHER PAGE IF
NEEDED)

Concurrence of CDRH Office of Device Evaluation (ODE)

Prescription Use X - OR/AND v -the-Counter Use___

Nose and Throat Devices

5 10(k) Number y'( 7Z
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